Diagnosis of type III endoleak and endovascular treatment with aortouniiliac stent-graft.
The present report describes a case of type III endoleak from a tear in the fabric of a Zenith bifurcated stent-graft approximately 6 months after implantation. The reason of the fabric tear was unknown. The complication was successfully treated by aortouniiliac stent-graft implantation followed by creation of a femorofemoral bypass.